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Thermophysical Properties of Lysozyme (Protein) Solutions
Jiaching Liu* and Wen-Jei Yangt
University of Michigan, Ann Arbor, Michigan 48109
Thermophysical properties of protein solutions are determined. The solutions are composed of the lysozyme
crystals with a 0.1 M sodium acetate and 5% NaCl solution as the buffer (pH = 4.0). Though lysozyme is a
well known protein, the thermophysical properties of its solutions are still unknown. The properties being
measured include specific heat, thermal conductivity, dynamic viscosity, and surface tension. The protein
concentrations are varied. Thermal diffusivity is calculated using the measured results. The purpose of the
research is to measure thermophysical properties of lysozyme solutions and serve as the data bank for controlling
and modeling the crystal growth process on earth as well as in space.
Nomenclature
Cp - specific heat
de = diameter of equator of the pendant drop
ds = diameter of selected plane of the pendant drop
g = gravity
H = function of 5; a tabulated value
k = thermal conductivity
m = mass of the sample
Q = heat flow per unit time
5 = djd.
T - temperature
Ta = temperature of the guard heater
Tb = temperature of the bottom surface of the test cell
Tc = temperature of the upper surface of the test cell
t = effux time for macromolecules or time in calculating
specific heat
t0 = effux time for water
V = voltage drop across heating plate
Ap = density difference between solution and air
H = viscosity of solution
fji0 = viscosity of solvent
p = density of solution
Po = density of solvent
a = surface tension
Introduction
T HE determination of protein structure has always beena vital and crucial step toward the understanding of bi-
ological functions. Numerous methods have been developed
for this purpose and, when coupled with the use of a super
computer, can reduce the work time from 2.5 yr to 1-2 weeks.1
However, one main problem still remains in the determination
of protein structure: the requirement of a single crystal. The
growth of high-quality three-dimensional crystals still remains
an art rather than a science, because some crystals can be
grown easily, or take months to grow, and some cannot be
obtained in the crystalline form at all.2 Lysozyme has been
served as a model system to study the crystallization process
because of its readiness to crystallize from a solution. Despite
of the intensive study in the crystallization process of lysozyme
and the attempts to model its crystal growth, none of the
available literature dealt with the thermophysical properties
which are vital in evaluating the validity of a model. The
methods used in this investigation can also be used to measure
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the thermophysical properties of other proteins and can be
the first step toward a successful crystal growth.
Macromolecules, such as lysozyme, which has a molecular
weight of 14,000 and a polypeptide chain of 129 amino acids,
can be considered as rigid rods which possess internal bonding
which allows little or no latitude in the location of one part
of the molecule relative to another. It is likely that a certain
amount of solvent will often be an inherent part of the
macromolecules. Protein molecules, for example, possess ionic
groups and polar groups, which in a polar solvent, will gen-
erally be associated with one or more solvent molecules. This
solvation effect is only found in macromolecules, especially
in proteins. Another distinguished difference between pro-
teins and other substances is that protein molecules in solution
bear electrostatic charges. Even at the isoelectric point, the
molecules are multipolar ions; i.e., they contain many positive
and negative charges. The transport properties of proteins are
therefore undoubtedly influenced by electrostatic forces. A
low-molecular-weight electrolyte, such as sodium acetate, is
needed to eliminate any such influence.
The presence of macromolecules in particular solvents can
give rise to a drastic increase in viscosity. It is much greater
than that found for equivalent concentrations of low-molec-
ular-weight materials because of the enormous difference in
dimensions between macromolecules and solvent molecules.
In general, the increase of viscosity depends upon a number
of factors such as the nature of the solvent, the type of pol-
ymers, the molecular weight of the macromolecules, the con-
centration, and the temperature. Since the expansion of a
macromolecular coil is a function of solvent, and the viscosity
of a macromolecule solution depends upon the volume oc-
cupied by macromolecules,3 the viscosity data obtained from
this research are to interpret the behavior of the lysozyme
solution under the specific conditions of measurements.
Thermal conductivity is one of the most important param-
eters in the analysis of thermal behavior. It plays a major role
in the rate of heat removal in protein crystallization which is
an exothermic reaction. It is also the basic property to cal-
culate some important parameters in heat transfer such as
Prandtl and Nusselt numbers. One difficulty in measuring the
thermal conductivity for liquids is that the temperature gra-
dient must not cause the initiation of convection. The heat
flow direction in this investigation is intended to be parallel
to that of gravity in order to eliminate the possibility of natural
convection caused by thermal instability. In contrast to the
use of a large, expensive adiabatic calorimeter for the mea-
surement of specific heat, differential scanning calorimetry
(DSC) was employed in this study. Although DSC is less
accurate than a good adiabatic calorimeter, its accuracy is
adequate for most uses, and its advantage of speed and low
cost makes it the outstanding instrument of choice for most
modern calorimetry.4
531
532 LIU AND YANG: LYSOZYME (PROTEIN) SOLUTIONS
A great many procedures have been developed for the de-
termination of interfacial tension, of which the majority are
just barely workable, characterized by low precision, and lack
of versatility.5 The methods depend upon the rise of liquid
level in a capillary tube, the force required to pull a wire ring
out of a liquid surface, the weight or volume of drops falling
from a vertical tube of known size, the maximum pressure
required to form bubbles in a liquid from a tube of known
size, and the geometric characteristic factor of drops or bub-
bles. The pendant drop method is a widely used one, requires
only small quantities of liquid, and is applicable to experi-
mentally difficult situations. Once the surface is formed, it is
not subjected to any changes due to outside influence prior
to or during the measurement. The method also permits an
accurate study of the changes in surface composition with time
in dilute solutions, a phenomenon of predominant importance
in study of various colloidal systems.
Experimental Apparatus and Procedure
Viscosity
Two main pieces of apparatus generally used for solution
viscosity measurements are the Ostwald viscometer and a
modified version called the Ubbelohde viscometer. The ne-
cessity of using an identical volume of liquid for each mea-
surement during an experiment in the Ostwald viscometer
clearly leads to a potential source of error. This problem is
overcome in the Ubbelohde viscometer by having a third arm
open to the atmosphere. Since the same marks are always
used to monitor the liquid through measuring bulb, the pres-
sure head and the volume of liquid flow through the capillary
will always be the same, as shown in Fig. 1. The latter will
be used to determine the viscosities of the lysozyme solutions
as a function of concentrations at room temperature. Meas-
urements of viscosity are usually made by comparing effux
time t required for a specific volume of macromolecular so-
lution to flow through a capillary tube with corresponding
effux time t0 of the solvent, which, in this experiment, is water.
Starting from the Hagen-Poiseuille equation,6 the effux time
t, tQ can be related to the viscosity of the solvent by the fol-
lowing equation:
(1)
The experimental procedure is as follows:
1) Rinse the viscometer with solvent (water) and let it drain.
Put the viscometer in a constant temperature bath (27°C).
2) Transfer 10.0 ml of the filtered solvent (water) to the
viscometer.
3) After temperature reached equilibrium, apply pressure
to bring the liquid up to desired level in the measuring bulb.
4) Open all tubes to atmosphere and allow the liquid to
drain down the capillary. Start the timer exactly as the me-
niscus passes the upper graduation mark and stop it exactly
as the meniscus passes the lower mark.
5) Determine the effux time three times. If the readings
agree within 0.1 s or 0.1% of their mean, whichever is larger,
then the reading will be used in the calculation of viscosity.
If not, repeat step 4.
6) Add 10 ml of lysozyme (50 mg/ml) solution to the vis-
cometer and mix the solution well by applying nitrogen pres-
sure.
7) Repeat steps 3 and 4. Add another aliquot of solvent as
in step 5 to obtain the desired concentrations.
8) Use Eq. (1) to calculate the viscosities.
Thermal Conductivity
The apparatus built for this purpose is schematically shown
in Fig. 2. The apparatus is a simplified version of ASTM C201.
The silicon carbide plate was substituted by an aluminium
plate to provide uniform heating. Several experiments were




Fig. 2 Apparatus for thermal conductivity measurement.
conducted to determine the required thickness for insulation.
Two 275 H thermofoils from Minco Co. were used as a source
heater and a guard heater to generate steady heat flow across
the test element. The heat flow direction is intended to be
parallel to that of gravity in order to eliminate the possibility
of natural convection caused by thermal instability. The thick-
ness of the test cell is 5 mm. The temperature difference across
the liquid layer (Tc and Tb) and of the guard heater (Ta) were
monitored using a Copper-Constantan thermocouple. The
output temperature profiles were recorded by an Omega DAR
130 multichannel temperature recorder.
After several experiments were conducted to determine the
required thickness, a RTV silicon foam, with a thickness of
2 cm, was applied on the top and the perimeter of the ap-
paratus to ensure one-dimensional heat transfer. The guard
heater was able to supply enough energy to force the energy
produced by the source heater to be conducted through the
test cell instead of conducting away from it. The temperature
difference gradient can be obtained by dividing the temper-
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ature difference (at steady state) across the test cell by the
spacing of the test cell. Once this information is known, the
thermal conductivity can be evaluated by Fourier's conduction
law.
The experimental procedure is as follows:
1) Turn on the temperature recorder.
2) Carefully fill the test cell with the lysozyme solution to
eliminate any air bubbles in the cell.
3) Turn on the source heater and adjust the transformer to
the desired voltage.
4) Turn on the guard heater and adjust the voltage across
the guard heater so that Ta and Tb remain the same.
5) Observe if the system has reached a steady state with
the current readings of the voltage drops. If not, adjust the
voltage drop for the guard heater again.
6) Record the voltage drops and the temperature difference
across the test cell.
7) Use Fourier's conduction law to calculate the conduc-
tivity for the solution.
Specific Heat
In DSC an average-temperature circuit measures and con-
trols the temperature of sample and reference holders to con-
form to a predetermined time-temperature program. When
the sample undergoes a thermal transition, the power to the
two heaters is adjusted to maintain their temperature, and a
signal proportional to the power difference is plotted on the
recorder. The area under the resulting curve is a direct mea-
sure of the heat of transition. The DSC used in measuring
the specific heat in this investigation was a DSC-7 by Perkin-
Elmer Co. Gray7 proposed a method to measure Cp with a
DSC, but it is too time consuming. Since a DSC is able to
generate data of heat flow versus the temperature easily, an
alternative way of measuring Cp was used in this study. The
net heat flow (total minus base line) has the unit of joule/min
and can be expressed as
dQ = dQdT
dt dT dt
where dT/dt is the temperature rise.




p dT/dt m (2)
The experimental procedure reads:
1) Weigh the DSC cells individually with caps.
2) Run the experiments with empty cells (with their caps)
to obtain a base line.
3) Run the experiments with one cell loaded with the ly-
sozyme solution under the same conditions as in step 2.
4) Subtract the base line from the data obtained in step 3.
5) Calculate Cp using Eq. (2).
Surface Tension
The method consists of suspending a small drop of liquid
to be tested from the end of a vertical tube mounted in a
thermostat. The size of a pendant drop is most conveniently
gauged by measuring its diameter at the equator, and the
shape can be described by giving the diameter measured at
two different horizontal planes. One diameter is at the plane
of the equator, and the other is taken at a distance from the
end of the equatorial diameter (Fig. 3); the shape can be
described by the ratio
de: diameter of equator
ds: diameter of selected plane
Fig. 3 Geometric constant of a pendant drop.
thermostat chamber
glass window
Fig. 4 Apparatus for surface tension measurement.
where, de is the diameter at the equator and ds denotes the
diameter of the plane at a distance de up from the equator.
The surface tension of the pendant drop can be determined
from the equation
a = (gbpd2e/H) (4)
S = (djde) (3)
where, cr represents the surface tension (or interfacial ten-
sion); g, gravity; Ap, density difference; and //, geometry
characteristic factor, which is a function of S. The functional
relationship between H and 5 has been numerically integrated
by Andreas et al.8 and expanded by Adamson.5
The apparatus used in measuring the surface tension in this
study consists of a light source, a thermostat chamber, a drop
forming tip, and a camera with a close-up lens as shown in
Fig. 4. The drop hangs from a vertical, cylindrical tip in the
thermostat. To prevent the loss of liquid by evaporation, the
chamber of the thermostat is totally closed and a curvet filled
with the solution of the same composition was placed under-
neath the drop in the thermostat. The drop forming tip for
the surface tension measurement was made by welding a short
length of 2-mm Pyrex tubing on a standard Hamilton 500-̂ 1
teflon plunger syringe. The surface of the drop would be a
surface of revolution whose shape and size can be recorded
by a camera and later analyzed by a Gray F/X image pro-
cessing system.
The experimental procedure reads:
1) Turn on the circulation pump and light source.
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2) Force 0.02 ml of solution through the drop forming sy-
ringe to form a pendant drop.
3) Wait for 5 min in order for the drop to reach thermal
equilibrium.
4) Record the image of the drop with a camera with a close-
up lens.
5) Repeat steps 2-4 seven times.
6) Use the Gray F/X image processing system to enlarge
the image and measure de and ds.
7) Compute the ratio 5 by using Eq. (3) and find out the
corresponding H values in Ref. 5.
8) Calculate the surface tension by using Eq. (4).
Results and Discussion
Thermal Conductivity and Thermal Diffusivity
The results of thermal conductivity measurements are shown
in Table 1 and Fig. 5. The data of water agree well with the
thermal conductivity found in existing literature. The time
required for the temperatures to reach a steady state was
about 25-30 min. Air bubbles were carefully removed from
the liquid to avoid any possible error. As can be seen in Fig.
5 and Table 1, adding NaCl and sodium acetate to water
increases the conductivity of the system. But adding lysozyme
crystals to the buffer decreases the thermal conductivity sig-
nificantly, from 0.718 W/m°C for pure buffer to 0.269 W/m°C
for 10 mg/ml at 30°C. As the concentration of lysozyme was
raised beyond 10 mg/ml the conductivity started to increase
and finally reached 0.786 W/m°C at 40 mg/ml. The trend
remained the same when the temperature was 40°C, but was
less obvious than at room temperature. At 50°C, the con-
ductivity first increases when lysozyme was added to the sys-
tem, then reached a plateau when the concentration was about
10-20 mg/ml and increased again when the concentration was
greater than 20 mg/ml. The thermal conductivity of a lysozyme
solution increases with temperature as a given concentration.
However, the increase is more significant at the lower con-
centrations (0-20 mg/ml) than at the higher ones (20-40 mg/
ml). The error in the measuring of heat flow is about 1% and
the accuracy of the temperature recorder is 1.5°C. The com-
bination of these two terms results in an uncertainty of about
6%.
The results of the calculations of thermal diffusivity are
shown in Table 2 and Fig. 6. Since the specific heat and density
are constants in the range of investigation, the overall trends
of thermal diffusivity resemble that of thermal conductivity.
The decrease of thermal conductivity to below that of pure
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Fig. 7 Viscosities of lysozyme solutions.
Table 1 Results of thermal conductivity measurements, W/m°C Table 2 Results of calculations of thermal diffusivity m2/s x 107
Water Buffer 10 mg/ml 20 mg/ml 30 mg/ml 40 mg/ml
30°C 0.619 0.718 0.269 0.369 0.577 0.786
40°C 0.632 0.730 0.638 0.719 0.725 0.821
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has a lower thermal conductivity than that of water. The
increase of thermal conductivity at high concentrations is con-
jectured to be caused by the increase of both molecular and
momentum diffusivity.
Viscosity
The viscosity measurements of the lysozyme solutions are
presented in Fig. 7 and Table 3. The stopwatch used in the
viscosity measurements has a precision of 0.1 s. An uncer-
tainty analysis indicated that the uncertainty for the results
of viscosity data is less than 0.07% by assuming there is no
uncertainty in density. There is a large increase in dynamic
viscosity when the salts (sodium acetate and sodium chloride)
were added to water. Increasing the concentration of lyso-
zyme had a negligible influence on the viscosity of the system
until the concentration reached 20 mg/ml, where the viscosity
started to increase rapidly. The viscosities measured were
larger than those reported by Giordano et al.,9 who studied
the viscosities of lysozyme solutions with concentrations rang-
ing from 0.2 to 26% by weight of protein in water. The dif-
ference in viscosity is believed to be due to the absence of
salts in the system. When factoring out the influence of the
salts, the results obtained in this section were very close to
Giordano's6 (as shown in Fig. 7). The reason for the abrupt
change in slope at about 20 nig/nil is not the subject of the
study, but it might be attributed to the saturation of the ly-
sozyme solution.10
Specific Heat
The DSC study showed that the specific heat is almost
independent of the temperature for the buffer used. Other
lysozyme solutions at various concentrations show the same
tendency. As shown by the DSC study, the specific heat is
almost independent of temperature. The specific heat of the
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Fig. 8 Specific heat vs concentration for lysozyme solutions.
to the buffer shows little change in the specific heat in the
range investigated. The final results are plotted in Fig. 8. Since
the specific heat is defined as the amount of energy required
to raise the temperature of a material of unit mass one degree,
it is reasonable for the specific heat of lysozyme solutions to
remain practically independent of lysozyme concentration be-
cause only a very small percentage of lysozyme (1-5%) by
weight was added to the system. The uncertainty suggested
by the manufacturer in measuring specific heat is less than 2%.
Surface Tension
All the pendant drop measurements reported in this section
were taken 5 min after the formation of the drop. A 5-min
time period was selected because the surface tension of liquids
b)
Fig. 9 Pendant drop pictures of various solutions at 22°C; a) water,
b) 50 mg/ml.
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Fig. 10 Surface tension vs concentration.
reach equilibrium within 5 min of the formation of a new
surface.5'8 The measurements of five different drops were
averaged, as shown in Tables 4 and 5, to represent the surface
tension for a given temperature and concentration. Again,
the results from the measurements of water agree with the
published data. The pictures of different pendant drops are
shown in Fig. 9 and the averaged measurements are given in
Fig. 10. The surface tension of all solutions of a given con-
centration are higher at 2°C than at 22°C, a pattern that is
similar to that of water. At constant temperature, the surface
tension of the solutions studied resembles that of a weak
electrolyte solution. The surface tension of a weak electrolyte
solution decreases with an increase in solute concentration.
The surface tension of a lysozyme solution decreases rapidly
until a concentration of 20 mg/ml is reached. The surface
tension remains constant up to 50 mg/ml. This is true at 22°C
and below. However, at low temperature, the surface tension
is about 20% greater than at room temperature. It is also
interesting to note that the surface tension coefficients, both
with respect to temperature and concentration, are negative,
a behavior found in almost all kinds of solutions except for
strong electrolyte solutions. The Gray F/X image processing
system has a precision of 1.25 x 10~4 min this measurement.
When assuming there is negligible uncertainty iri density dif-
ference between liquid and air, the uncertainty analysis yields
an uncertainty of 3.5% for surface tension data.
Graham and Philips11 conducted a series of experiments on
the interface of protein solutions. Besides studying the mo-
lecular structures and absorbed films, they also measured the
surface pressure of lysozyme solutions using the Wilhelmy
plate method.12 Since, by definition, the surface pressure is
equal to the reduction of pure liquid surface tension by adding
a second component, the data of Graham and Philips can be
converted to surface tensions by subtracting surface pressure
from the surface tension of water. The results after this con-
version are plotted in Fig. 10. E. Thronberg and G. Lundh13
measured the surface tension for dilute lysozyme solutions,
using the same buffer as Graham and Philips's, their results
are also plotted in Fig. 10, for comparison. The deviations
and scattering between the data in this section and the data
provided by Graham and Philips, and Tornberg and G. Lundh
are attributed to the variations in measuring methods, buffers,
and experimental details.
Conclusion
The thermo-physical properties of lysozyme solutions were
determined in this study. The thermal conductivity of lyso-
zyme solutions, determined by means of a steady-state heating
method, increases with an increase in temperature. An Ub-
belohde viscometer is used to measure the viscosity of the
lysozyme solutions which is constant in the range of concen-
trations from 0 mg/ml (buffer) to 20 mg/ml. At higher con-
centrations, however, the viscosity increases rapidly with con-
centration. The specific heat is almost a constant over the
concentration range investigated, as revealed by a DSC study.
The pendant drop method is employed to measure the surface
tension of lysozyme solutions. The surface tension coefficient
is found to be negative, as is the case for water. The result
is in good agreement with existing data.
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